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ABSTRACT
The CARMENES instrument is a pair of high-resolution (R & 80, 000) spectrographs covering the wavelength
range from 0.52 to 1.71µm, optimized for precise radial velocity measurements. It was installed and commissioned
at the 3.5 m telescope of the Calar Alto observatory in Southern Spain in 2015. The first large science program
of CARMENES is a survey of ∼ 300 M dwarfs, which started on Jan 1, 2016.
We present an overview of all subsystems of CARMENES (front end, fiber system, visible-light spectrograph,
near-infrared spectrograph, calibration units, etalons, facility control, interlock system, instrument control sys-
tem, data reduction pipeline, data flow, and archive), and give an overview of the assembly, integration, verifica-
tion, and commissioning phases of the project. We show initial results and discuss further plans for the scientific
use of CARMENES.
Keywords: Spectrographs, Optical Instrumentation, Near-Infrared Instrumentation, Extrasolar Planets, M
Dwarfs
1. INTRODUCTION: THE CARMENES PROJECT
CARMENES (Calar Alto high-Resolution search for M dwarfs with Exo-earths with Near-infrared and optical
Echelle Spectrographs) is a key project at the 3.5 m telescope of the Calar Alto Observatory (CAHA) in the
province of Andaluc´ıa in Southern Spain. It comprises two phases: the construction of a pair of high-resolution
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spectrographs covering the wavelength range from 0.52 to 1.71µm, and a subsequent radial-velocity survey of
∼ 300 M dwarfs with the aim of detecting terrestrial planets in their habitable zones. Both project phases are
carried out by a consortium consisting of eleven institutions in Germany and Spain (institutions a through k of
the author list of this paper).
In the course of the years 2014 and 2015, all subsystems of CARMENES were pre-integrated and tested at
the premises of CARMENES partners, then moved to CAHA, and finally integrated with each other and the
telescope. This process culminated in “First Light” of the complete instrument – defined as taking stellar spectra
with both spectrographs simultaneously – on Nov 9, 2015. The infrared arm of CARMENES is thus the first
on sky of a new generation of near-IR spectrographs optimized for precise radial-velocity work (see overview in
Fischer et al. 2016).
This paper gives an overview of the CARMENES instrument as installed at the telescope, and discusses a
few selected first results. Previous reports on the motivation for building CARMENES, and about progress on
the design and construction of the instrument, were given by Quirrenbach et al. (2010, 2012, 2014). More details
about individual subsystems of CARMENES can be found in the contributions by Becerril et al. (2016a,b),
Caballero et al. (2016), Colome´ et al. (2016), Garc´ıa-Vargas et al. (2016), Helmling et al. (2016), Pe´rez-Calpena
et al. (2016), and Seifert et al. (2016) in these proceedings.
2. INSTRUMENT SUB-SYSTEMS
2.1 Front End
CARMENES receives the light of the CAHA 3.5 m telescope at the Cassegrain focus. A pick-up system including
all optics is mounted in an adapter replacing the “standard” CAHA Cassegrain adapter ring, but with the
same dimensions. This allows for a co-existence of the integral-field spectrograph PMAS (Roth et al. 2005) and
CARMENES at the same telescope focus. Changing from one instrument to the other is simply done by remotely
moving the pick-up mirror in or out of the beam.
The optical design of the front end consists of a flat 45◦ pick-up mirror followed by an atmospheric dispersion
compensator (ADC). The light coming from the telescope is then divided by a dichroic mirror at 0.96µm to feed
the science fibers for the VIS and – via an additional fold mirror – the NIR spectrograph. The guide camera
uses the light reflected back from a mirror in front of the VIS fiber head. A three-dimensional drawing of the
front end is depicted in Colome´ et al. (2016).
The ADC has been realized by a two double-prisms design to provide excellent correction of the atmospheric
dispersion. The double-prisms are made of OHARA glasses S-BAL12 and SFTM16, which have very good
internal transmission over the whole wavelength range. The residual dispersion remains below 5µm over the
whole operational range to a maximum zenith distance of 70◦. The two double prisms are counter-rotated for
each observation to align the ADC with respect to the horizon.
A Starlight Xpress SVX-H16 CCD camera is used for acquisition and guiding. It looks at a mirror in front of
the VIS fiber head which has two holes for the science and the calibration fiber separated by 88′′ with a diameter
of 1.′′5. The camera provides a field of view with a diameter of 3′. Binning 2× 2 pixel yields a pixel size of 0.′′18
and read-out times of a few milliseconds.
2.2 Fiber System
CARMENES uses 14 fibers in total for different purposes (for details see Stu¨rmer et al. 2014). For each channel
large-core fibers (D = 400µm) are used to couple the two calibration units to the front end at the telescope.
For each of the two wavelength ranges, the starlight as well as the calibration light is fed in the front end into
two 100µm circular fibers with a length of 42 m (VIS) / 50 m (NIR) each. For both wavelength channels, the
same type of fiber with a low concentration of hydroxyl groups is used (CeramOptec WF), which provides high
internal throughput within the whole spectral range of both instruments. Before entering the vacuum tank of
each spectrograph, the circular fibers are linked to ∼ 8 m long fibers with a 100µm octagonal core by an FC-FC
junction. This combination ensures very good scrambling of the fiber input, isolating the spectrographs from
guiding errors and variations of the seeing. The fibers are continuously agitated to reduce modal noise.
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Figure 1. Spectral resolution of the VIS (left) and NIR (right) spectrographs of CARMENES, as measured with unresolved
lines of a hollow-cathode lamp. The x axis is the position on the detector in the main dispersion direction. The color
scale encodes the wavelength.
For each channel an additional large-core fiber is used to guide light collected from the 0th order of the
echelle grating towards a photon counter (located in a separate rack) to provide information on the photon-
weighted midpoint of the exposure, which is needed for a precise correction of the observed radial velocities to
the barycenter of the Solar System.
2.3 Visible-Light Spectrograph
The visible-light spectrograph of CARMENES covers the wavelength range of 0.52 to 0.96µm with a measured
spectral resolution R = 93, 400 (see Fig. 1). The optical design of the instrument is a grism cross-dispersed,
white-pupil, echelle spectrograph working in quasi-Littrow mode using a two-beam, two-slice, image slicer. It is
housed in a thermally stabilized vacuum vessel at a pressure of ∼ 10−5 mbar and at a temperature of ∼ 12◦C.
The detector is a 4096× 4096 pixel CCD e2v 231-84. The design, construction, installation, and initial operation
of the visible-light spectrograph are described in detail in Seifert et al. (2012, 2016).
2.4 Near-IR Spectrograph
The design of the near-IR spectrograph is very similar to that of its visible-light counterpart. The main difference
(apart from the detector system) is its operating temperature (∼ 140 K), which necessitates a sophisticated
cooling system (Becerril et al. 2016b). The NIR spectrograph covers the wavelength range from 0.96 to 1.71µm
at a measured resolution R = 81, 800 (see Fig. 1). It employs two 2048 × 2048 pixel HAWAII-2RG infrared
detectors with 2.5µm wavelength cutoff. The integration and performance testing of the NIR spectrograph
under time pressure was among the most challenging tasks of the CARMENES project (Becerril et al. 2016a).
2.5 Calibration Units and Etalons
The calibration system of CARMENES consists of two calibration units and two temperature-stabilized Fabry-
Pe´rot etalons (one for the VIS and one for the NIR in each case), linked by fibers to the front end. Each
calibration unit houses a quartz lamp for flat-fielding and up to seven hollow-cathode lamps for wavelength
calibration; currently Th-Ne, U-Ne, and U-Ar lamps are in use. It is possible to switch on several lamps
simultaneously, as a light-tight mechanism with a rotating mirror is used to select an “active lamp” for a specific
exposure (see Quirrenbach et al. 2012, 2014 for details of the design). This provides maximum flexibility and
allows for cross-calibration of multiple lamps.
The Fabry-Pe´rot units are also connected to the calibration units. They provide a regular comb of ∼ 15, 000
lines over the wavelength range of each spectrograph, which is far better for determining wavelength solutions
and monitoring short-term radial-velocity drifts than the irregular spectrum of an emission line lamp. However,
the lamps provide absolute wavelength calibration and better long-term stability; it is thus necessary to tie the
etalons to them taking advantage of the capabilities of the calibration unit.
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2.6 Facility Control and Interlock System
An intelligent interlock system has been implemented for the control of CARMENES and its associated facilities
(Helmling et al. 2016). It monitors the status of the instrument and of the auxiliary systems, and organizes
information about their overall status and health. For safety reasons, it is essential to have an intelligent interlock
system that informs the operator or observatory staff in case of a malfunction in any part of the instrument.
To insure the safety of the instrument, the interlock system can also react autonomously to certain conditions,
automatically starting vacuum pumps and opening or closing valves. This system receives inputs from all the
critical elements and activates warnings and alarms in case of any abnormal function.
To protect all instrument subsystems, it is necessary to have well defined procedures for cool down, warm-up
or re-pressurization of the tanks and cryostats. The interlock system ensures that these procedures are followed,
since all interlock conditions have to be fulfilled before one of these processes is allowed to start. From the
hardware and control points of view, the VIS and NIR spectrographs are completely independent. This means
that if there is a technical problem with one of the spectrographs, the other one is still fully functional and can
be used for observations.
To facilitate the technical operation and maintenance of CARMENES for the observatory staff, the interlock
system provides a process visualization user interface and powerful diagnostics that make all necessary informa-
tion available in a clear graphical way. A touch screen shows a graphic view of the vacuum and climatic chambers,
showing the state of each pump and valve and all relevant physical data. Temperature data at different points
of the instrument and the vacuum pressure values are indicated in an intuitive way.
2.7 Instrument Control System
The instrument control system (ICS, Colome´ et al. 2016) is implemented in Java and is based on JGoodies
libraries. It provides an integrated environment for the operation of CARMENES. It is based on a modular
architecture and a high level of abstraction design motivated by the heterogeneity of the different subsystems.
A master/slave model architecture is used to build the control layer, where the ICS acts as a master and almost
every other subsystem is a slave. The ICS acts as a slave only for the user interface subsystem, which controls
and monitors the ICS functionalities. The instrument subsystems are abstracted into the ICS with a logic
representation. Each subsystem is divided into specific functionalities, such as data representation, actions and
events. The subsystem data are reported periodically to the ICS using its communication protocol and are stored
into a central database, thus providing a snapshot of the system status.
The CARMENES graphical user interface (GUI) monitors and controls all instrument subsystems in normal
operations. Other operation modes, such as the engineering control of all subsystems, are also supported by the
GUI and are routinely used by the observatory staff for very specific commissioning or maintenance tasks.
Integrated into the ICS is a scheduler (CARMENES Scheduler Tool, CAST) that translates the survey
strategy into a detailed observing schedule. It prepares a list of potential targets off-line, based on their visibility
and on scientific priorities, and it contains an on-line module that suggests the “best” target to go to next after
completion of each exposure.
2.8 Data Reduction Pipeline
The CARMENES pipeline receives the raw echelograms from both spectrographs, performs basic data reduction
and the extraction of the spectra, and determines the radial velocity. The extraction pipeline CARACAL written
in IDL is based on the REDUCE package (Piskunov & Valenti 2002), but many parts have been modified and
a number of new scripts have been added. The on-line version of CARACAL waits for new raw files, which
are provided by the instrument control system at the end of each exposure, and performs basic processing (bias
subtraction, flat fielding, cosmic ray correction, etc.), followed by a flat-relative optimal extraction of the 1D
spectra (Zechmeister et al. 2014) and wavelength calibration.
The radial-velocity pipeline SERVAL offers different operation modes. Its main use is for the computation of
high-precision radial velocities using a least-squares fitting algorithm. Here the observations are modeled with
a template that is established from the observations themselves by a “shift and co-add” algorithm. Anglada-
Escude´ & Butler (2012) demonstrated that this approach can provide more precise radial velocities than the
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Figure 2. Full extracted spectrum showing stellar lines as well as telluric absorption and emission.
cross-correlation method. However, this mode is fully differential, i.e., the radial velocities have an arbitrary zero
point. This radial-velocity pipeline also needs access to archived data for the computation of the template and
is therefore normally used off-line.
2.9 Data Flow and Archive
The end-to-end data flow of the CARMENES survey proceeds through the following steps (see Caballero et al.
2016 for details): the CARMENES input catalogue (Carmencita), the scheduler (CAST), instrument control
system and graphical user interface, the generation of raw data and fits headers, the spectrum extraction and
wavelength-calibration pipeline (CARACAL), the observatory data repository and archive, the guaranteed time
observations data archive, the radial-velocity pipeline (SERVAL), the data products archive (RADAR), and the
visualization tool (CAVEMAN). This whole chain has been designed with the goal of high precision in mind,
which means that calibration and environmental information is passed along with the data (e.g., in the FITS
headers).
Each morning, the data files generated during the previous night are copied to a repository common to all
instruments at the CAHA Observatory. From there, they can be retrieved by authorized users (usually the PI of
open-time observing projects, or designated team members as in the case of the CARMENES M star survey). For
the survey data, there is a second archive hosted by the Spanish Virtual Observatory in Madrid (CAB), which
provides easy and reliable access to raw and processed data obtained during the guaranteed time observations.
After expiration of the three-year proprietary period, the raw data and processed spectra from the CARMENES
survey will be made publicly available through this portal.
3. AIV AND COMMISSIONING
In the spring of 2013, shortly after the preliminary design review of CARMENES, the agencies operating the
CAHA observatory (i.e., the Max-Planck Society and the Consejo Superior de Investigaciones Cient´ıficas) de-
clared that continued funding of CAHA was contingent upon readiness of the CARMENES instrument for
scientific use by Dec 31, 2015. This decision put unusual pressure on the project management (Garc´ıa-Vargas et
al. 2016), system engineering (Pe´rez-Calpena et al. 2016), and the spectrograph integration teams (Becerril et
al. 2016a, Seifert et al. 2016).
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Figure 3. The near-infrared spectrograph of CARMENES was moved to Calar Alto Observatory and installed in the coude´
laboratory of the 3.5 m telescope on Oct 20, 2015. The vacuum tank of the visible-light spectrograph is very similar; it
was installed already in August.
3.1 Assembly, Integration, and Verification (AIV)
The subsystems of CARMENES were pre-integrated by several of the consortium member institutions: the
front end, the fiber system, and the optical bench and detector cryostat of the visible spectrograph at the Lan-
dessternwarte Heidelberg, the VIS vacuum system and the NIR detector cryostat at the Max-Planck-Institut
fu¨r Astronomie, the NIR spectrograph at the Instituto de Astrof´ısica de Andaluc´ıa, the calibration units at
the Thu¨ringer Landessternwarte Tautenburg, and the Fabry-Pe´rot etalons at the Institut fu¨r Astrophysik in
Go¨ttingen. The instrument control software development was led by the Institut de Cie`ncies de l’Espai, and
the electronics and software for the acquisition and guiding camera by the Hamburger Sternwarte. The CAHA
observatory was responsible for refurbishing the coude´ room of the 3.5 m telescope, site infrastructure, and the
interlock system. A contract for management and system engineering support was given to FRACTAL SLNE.
This distributed development reflects the diversity of funding sources for CARMENES (see acknowledgement be-
low), with German and Spanish entities each contributing about half of the resources. It clearly posed challenges
for the project management, but it also created flexibility with numerous interactions between the partners and
contributions across institutional boundaries.
The first subsystems completed were the two calibration units, as these were needed for the integration of the
two spectrographs. Therefore they were shipped to Heidelberg and Granada, respectively. The front end and
fiber system were completely integrated and tested at the Landessternwarte; these components were the first to
be sent to CAHA. The AIV plans of the two spectrographs were modified several times to save time in face of
the strict delivery deadline. For the visible-light spectrograph the most drastic measure was the decision not to
integrate the optical bench with the vacuum system in Heidelberg, but to perform this critical task only after
shipping to the mountain. The near-IR spectrograph was fully integrated in Granada (including the detector
cryostat supplied by the Max-Planck-Institute), but the number of cryo-vacuum-cycles was kept to an absolute
minimum. There were thus several instances in which conscious decisions were taken to accept increased risk for
schedule gains; in the end the AIV process was successful due to the dedication of a highly motivated team.
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M dwarf chromospheres observed with CARMENES 
S. Czesla9(sczesla@hs.uni-hamburg.de), B. Fuhrmeister9, J. H. M. M. Schmitt9, 
J. A. Caballero3, A. Quirrenbach3, P. J. Amado2, I. Ribas4,  A. Reiners5, 
M. Zechmeister5 and the CARMENES Consortium1,2,3,4,5,6,7,8,9,10,11
We present the first, simultaneously taken high-resolution optical and infrared spectra of several highly active M dwarfs observed with 
CARMENES. Low-mass M dwarfs are likely the most abundant type of planet host star in the Galaxy, and many of them are notoriously 
active. On 1 Jan 2016, the new CARMENES spectrographs, attached to the Calar-Alto 3.6m telescope,  commenced routine observations of 
M dwarf spectral time series with unprecedented, nearly uninterrupted spectral coverage from 5200 to 17,100 Å and a spectral resolution 
continuously exceeding 80,000. While the primary target of the program are planets in habitable zones around M dwarfs, the spectral time 
series are also highly valuable for the study of stellar activity. In fact, thoroughly understanding it is indispensable to properly study the 
planets. For the first time, CARMENES provides simultaneous coverage of optical and infrared activity-sensitive lines such as Hα, the Na 
doublet, the Ca infrared triplet, the Paschen series, and the He I line at 10,830 Å, which will allow a comprehensive observational study of 
M dwarf chromospheres.  
Chromospherically sensitive lines in active M dwarfs
Fig. 1: As an example of the CARMENES capabilities 
we show the complete visual (blue) and infrared (red) 
CARMENES spectrum of the active M4.5V dwarf 
YZ CMi; the spectrum is not flux calibrated. 
Chromospherically sensitive lines are distributed 
across the entire spectrum, a number of prominent 
examples are specifically indicated.
In the optical, the Hα line is particularly prominent and 
several molecular band heads can be distinguished 
The infrared spectrum shows the atmospheric J- and 
H-band spectral windows around 1.2 and 1.6 μm. A 
number of airglow emission lines are prominent 
redward of 15,000 Å.
Example: The visible and infrared CARMENES spectrum of YZ CMi
Chromospheric variability in YZ CMi
With CARMENES, in-depth studies of stellar activity and variability 
will be carried out in the optical and infrared. Here, we show the time 
evolution of and relation between the Hα line and one Ca II IRT line 
of YZ CMi observed during the first 120 days of operation.
Hα Ca IRT
Fig. 4: Time series of the pseudo equivalent widths of the Hα line and the shortest 
wavelength component of the Ca II IRT. So far, the level of variability remained 
moderate. Line profiles for color-coded epochs are shown in Fig. 5.
Fig. 5: Hα and Ca IRT line profiles for epochs color-coded in Fig.4. The less 
active reference star Ross 64 is shown for comparison.
Fig. 6: Relation between pseudo equivalent width of Hα and Ca IRT line. The 
best-fit linear relation (red line) indicates a high degree of temporal correlation 
and, therefore, a common formation mechanism.
To study chromospheric emission in individual spectral lines, we juxtapose (normalized) pipeline-
reduced CARMENES spectra of the three highly active M dwarfs YZ CMi (M4.5V), WX UMa (M5.5V) 
and CN Leo (M6.0V); where appropriate, we also show spectra of the less active reference stars 
Ross 64 (M4.5V) and GQ And (M6.0V). While individual spectra are shown here, CARMENES will 
obtain about 60 spectra for each star, greatly increasing the signal-to-noise ratio in the future.
Fig. 3: The region around the He I line at 10,380 Å (left) is heavily contaminated by telluric absorption and airglow lines. 
No pronounced chromospheric emission line can be identified. While less heavily contaminated, the same holds for the 
Paβ line region (middle). However, the K I line at 12,435 Å (right) shows a broadened profile and a potential 
chromospheric fill-in component. Longer time-series will greatly support the study of chromospheric emission in the 
infrared region by allowing to disentangle telluric and stellar contributions more clearly.
Fig. 2: The active M dwarfs YZ CMi, WX UMa, and CN Leo all show pronounced chromospheric emission in the Na I D 
doublet lines (left), the Hα line (middle), and the Ca IRT triplet lines (middle component, right); see left panel for a 
legend. A difference in the strengths and widths of the line profiles is particularly prominent in the Na D and the Ca IRT 
line profiles. The corresponding Hα line profiles show a strong similarity. However, differences in spectral type and, thus, 
photospheric contribution have not been accounted for here.
Summary
Since 1 Jan 2016, CARMENES has been taking high-SNR, high-resolution spectra of 300 M dwarfs with nearly 
continuous spectral coverage from 5200 to 17,100 Å and a resolution of more than 80,000 across the entire spectral 
range. During the first three years of operation we expect to collect about 15,000 spectra comparable to Fig. 1.  With 
these CARMENES spectra we expect to be able to study
– Stellar activity on the optical and infrared regimes
– Chromospheric emission across the entire wavelength range
– Empirical chromospheric models 
– Magnetic fields (or upper limits thereof) of the sample stars 
– Rotation periods of the sample stars
– Search for systematic long-term activity variations in the sample stars
Figure 4. Complete visual (blue) and infrared (red) CARMENES spectrum of the active M4.5V dwarf YZ CMi (GJ 285);
the spectrum is not flux calibrated. Chromospherically sensitive lines are distributed across the entire spectrum; a number
of prominent examples are specifically indicated. In the optical wavelength range, the Hα line is particularly prominent
and several molecular band heads can be distinguished. The infrared spectrum shows the atmospheric J- and H-band
spectral windows around 12,000 and 16,000 A˚. A number of airglow emission lines are prominent redward of 15,000 A˚. For
det ils see Czesla et al., contribution to the Cool Stars 19 conference (2016).
3.2 Installation at CAHA
All subsystems of CARMENES could thus be moved to Calar Alto and installed at the 3.5 m telescope in the
course of 2015. The front end was mounted at the Cassegrain flange in April, followed by extensive testing
of the acquisition and guiding procedures and the software interfaces with the telescope control system. The
optical fibers connecting the front end to the spectrographs were routed through the telescope fork at the same
time. The visible-light spectrograph was shipped to the observatory in July. The optical bench and the vacuum
system had been separately pr -integrated at Landessternwarte Heidelberg and at the Max-Planck-Institut fu¨r
Astronomie, respectively; they were first integrated with each other on site as explained above. The near-infrared
spectrograph was fully integrated at the Instituto de Astrof´ısica de Andaluc´ıa and moved to Calar Alto in October
(see F g. 3) The calib ation ys em and t e Fabry-Pe´rot etalons w re installed in parallel.
By staggering the arrival of the individual subsystems at the bservat y, it was possible to distribute the work
load on the observatory staff over several months, and to reduce the technical and schedule risks by performing
subsystem tests in advance of the full instrument integration.
3.3 First Light and Scientific Commissioning
With all subsystems installed at their final locations at the 3.5 m telescope, CARMENES had “First Light” –
defined as taking stellar spectra with both spectrographs simultaneously – on Nov 9, 2015. This event marked the
beginning of the scientific commissioning, in which the full instrument was tested and characterized through on-
sky observations. Since this phase was compressed into six weeks, the task of establishing the long-term stability of
the spectrographs and radial-velocity measurements had to be def rred into the operational phase. Nevertheless,
the funct onality and p rability of all subsystems could be verified, and CARMENES was provisionally accepted
by CAHA on Dec 30, 2015.
During the final weeks of AIV and the first on-sky tests it became apparent that the original calibration strat-
egy – taking simultaneous exposures of stars and hollow-cathode lamps with the two fibers of each spectrograph
– was problematic because of the very large contrast between the brightest lines of the lamps and the numerous
weak lines needed for calibration. The strategy was therefore modified to take simultaneous exposures of stars
and the Fabry-Pe´rot etalons, and to tie the etalons to the hollow-cathode lamps with spectra taken during day
time to ensure long-term stability.
3.4 Initial Results
The CARMENES M dwarf survey started on Jan 1, 2016. More than 200 distinct M dwarfs have been observed
with the two channels during the first half year of science operations. As an example, Fig. 4 shows the complete
visual and infrared CARMENES spectrum of the active M4.5V dwarf YZ CMi. Some important activity indica-
tors are marked in this figure. Their variations in time series of spectra contain important information on the
physical mechanisms of stellar activity, and will help to disentangle activity-induced radial-velocity variations
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Abstract. CARMENES, a new high-resolution spectrograph at Calar Alto Observatory, started its observing 
mission to search for planets in the habitable zones of M dwarfs on January 2016. High-resolution spectra from 
CAFE (2.2m Calar Alto), FEROS (2.2m La Silla) and HRS (9.2m McDonald) have been obtained to characterize 
the candidate sample. We developed an algorithm using PHOENIX-ACES model spectra and χ2-minimization to 
determine effective temperature (Teff), surface gravity (log g) and metallicity ([Fe/H]). We show the final results from 
the CAFE, FEROS and HRS and first results from 4 months of CARMENES data.  
Spectroscopic characterisation of CARMENES target candidates 
from FEROS, CAFE and HRS high-resolution spectra
V. M. Passegger1 (vmpasseg@astro.physik.uni-goettingen.de), A. Reiners1, S. V. Jeffers1, S. Wende1, 
P. J. Amado2, J. A. Caballero3, D. Montes4, R. Mundt5, I. Ribas6, A. Quirrenbach3, and the 
CARMENES Consortium1,2,3,4,5,6,7,8,9,10,11
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Introduction. We determine stellar parameters of the CARMENES 
M-dwarf sample using high-resolution spectra taken with CAFE, FEROS 
and HRS. This will help to characterize planets that might be found 
orbiting those stars. M-dwarf spectra are very complex due to molecular 
lines, which makes a full spectral synthesis necassary.  
Method. We fit PHOENIX-ACES model spectra [1] to our observed 
spectra. This latest PHOENIX model grid especially account for the 
formation of molecules in M dwarfs. A downhill simplex uses linear 
interpolation between the model grid points and a χ2-minimization 
determines the best fit to the data. Figure 1 shows an example fit to 
CARMENES data.
Results. We obtained stellar parameters for 351 stars 
(977 spectra). The main conclusions (as shown in Figure 2) are:
●Most stars lie within 3200-3900 K (≙ M1V-M5V). (upper left)
●The higher the metallicity the higher the temperature for 
each spectral type. This is consistent with results by [3]. The 
spectral types have been calculated using spectral indices [2]. 
(lower left)
●A literature comparison ([4],[5],[6]) shows that our values for 
metallicity turn out to be higher. (upper right)
●PHOENIX-ACES models still cannot reproduce the full 
depths of some lines (see range 4, Figure 1), which might 
cause the algorithm to choose higher metallicity models to fit the 
lines. 
●The SN ratio also seems to be very important for parameter 
determination. We find good agreement with expected [Fe/H] 
values for SNR > 50-100.  (lower right)
●For the first 4 months of CARMENES data we find that the 
parameters show better agreement with literature, having better 
SN ratios. 
Figure 1: Spectrum of HIP 54211 (M1.5V, black) and the best fit 
model (blue: model outside fit region, red: model inside fit regions for 
χ2-minimization).
Figure 2: Temperature distribution of candidate sample (upper left), spectral type-
temperature relation (lower left, green dots: literature values for solar metallicity 
found by [7]), literature comparison for metallicity (upper right), metallicity 
distribution for stars observed with FEROS, CAFE and HRS for different SNR (lower 
right).
References.  [1] Husser et al. 2013, A&A, 553, A6. [2] Patrick Schöfer, “High-resolution spectroscopy of CARMENES objects”, Msc thesis 2015. [3] Mann et al. 2015, ApJ, 804, 64. 
[4] Gaidos & Mann 2014,  ApJ, 791, 54. [5] Maldonado et al. 2015, A&A, 577, A132. [6] Rojas-Ayala et al. 2012,  ApJ, 748, 93. [7] Pecaut & Mamajek 2013,  ApJS, 208, 9. 
Figure 5. Sections of a CARMENES spectrum of the M1.5V star BD+44 2051 (GJ 412 A, black) and the best fit model from
a grid of PHOENIX-based m del spectra (blue: model outside fit r gion, red: model insi e fit regions for χ2-minimization).
For details see Passegger et al., contribution to the Cool Stars 19 conference (2016).
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Figure 6. Radial velocities of the M2V star GJ 436 (Ross 905) collected with the visible-light spectrograph of CARMENES
over a time span of ∼ 100 d. The (previously known) planet orbiting this star induces a radial-velocity variation with a
period of ∼ 2.6 d and a semi-amplitude of ∼ 18 m/s. The rms noise around the best Keplerian fit to our data is ∼ 2 m/s;
this includes jitter due to stellar activity. The orbital parameters derived from this fit agree well with those by Lanotte
et al. (2014).
from the signatures of planetary companions. In-depth studies of stellar activity and variability will be a valuable
by-product of the CARMENES radial-velocity survey.
The small sections of the CARMENES spectrum of BD+44 2051 (spectral type M1.5V) displayed in Fig. 5
demonstrate the use of our high-resolution high-signal-to-noise data for detailed spectral analyses. A dedicated
effort to improve current models of M star atmospheres will be required to take full advantage of the wealth of
information provided by the CARMENES survey.
As part of the science verification we have observed a few M stars with known planetary companions. Radial
velocities of GJ 436 (spectral type M2V) from the visible-light spectrograph of CARMENES are shown in Fig. 6.
They were collected over a time span of ∼ 100 days and have been folded with the orbital period of the companion
(∼ 2.6 d). The semi-amplitude of the RV variations is ∼ 18 m/s. The rms noise around the best Keplerian
fit to the visible-channel CARMENES data is ∼ 2 m/s (including jitter due to intrinsic stellar variability),
demonstrating the stability of the instrument and calibration procedures on the time scale of several months
even in this early phase of operations. The analysis of the corresponding data from the NIR channel is still
ongoing.
4. THE CARMENES SURVEY
4.1 Survey Plans
The most important scientific objective of CARMENES is to carry out a survey of late-type main sequence
stars with the goals of characterizing the population of planets around these stars, and of detecting low-mass
planets in their habitable zones (HZs). In the focus of the project are very cool stars with spectral type M4V or
later and moderately active stars, but the target list also comprises earlier and therefore brighter M dwarfs. In
particular, we aim at being able to detect a 2 M⊕ planet in the HZ of an M5V star. A long-term radial velocity
precision of 1 m/s per measurement (1σi) will permit to attain this goal. For stars later than M4 (M . 0.25 M),
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such precision will yield detections of super-Earths of 5 M⊕ and smaller inside the entire width of the HZ. For
a star near the hydrogen-burning limit, a planet with the mass of our own Earth in the HZ could be detected
at a precision of 1 m/s. In addition, the HZ of all M-type dwarfs can be probed for super-Earths. Thus, a RV
precision of 1 m/s can trigger a breakthrough in exoplanet research in the spectral range of mid and late M-type
stars.
We plan to survey a sample of ∼ 300 M-type stars for low-mass planet companions. Besides the detection of
the individual planets themselves, the ensemble of objects will provide sufficient statistics to assess the overall
distribution of planets around M dwarfs: frequency, masses, and orbital parameters. The survey will confirm
or falsify the seemingly low occurrence of Jovian planets around M stars, and the frequency of ice giants and
terrestrial planets will be established along with their typical separations, eccentricities, multiplicities, and dy-
namics. Thus, the CARMENES survey can provide robust statements about planet formation in the low-mass
star regime. It will complement ongoing and future transit surveys, which are more strongly biased towards
short-period planets.
Additionally, the CARMENES planet search experiment will deliver valuable targets for further characteriza-
tion, both their bulk and detailed properties. This is especially tantalizing for low-mass planets in the HZ, since
determining their nature (e.g., icy or rocky) becomes feasible. Further, their study can potentially reveal the
existence of an atmosphere and, perhaps, determine its chemical composition. The exoplanets from CARMENES
will be prime objects for further characterization, via photometric modulation or direct detection, because most
of the targets will be within 20 pc.
At least 600 clear nights have been allocated for the CARMENES Survey in the time frame from 2016 until
2018. This will allow us to obtain 60 observations on average for each of the 300 target stars, and more than
100 observations for selected objects. This is necessary to obtain secure detections and orbital parameters for
planets with RV semi-amplitudes close to the measurement uncertainty.
4.2 Science Preparation
The selection of the target sample for the CARMENES M star survey is no trivial matter, since comprehensive,
reliable and uniform information on the stellar properties is needed. We have therefore created a data based
dubbed Carmencita (CARMEN[ES] Cool star Information and daTa Archive), collecting all available information
on ∼ 2200 bright M dwarfs accessible from Calar Alto (Quirrenbach et al. 2012, Caballero et al. 2013). For each
star, we tabulate dozens of parameters: accurate astrometry, spectral typing, photometry in 20 bands from the
ultraviolet to the mid-infrared, rotational and radial velocities, X-ray count rates and hardness ratios, close and
wide multiplicity data and many more. This literature compilation was complemented by our own observing
program, including high-resolution “lucky imaging” (Corte´s-Contreras et al. 2015), low-resolution spectroscopy
(Alonso-Floriano et al. 2015), and high-resolution spectroscopy. Altogether, Carmencita is probably the most
comprehensive data base of nearby M dwarfs. It will be publicly released soon and then become a valuable
resource for the whole community.
4.3 Target Sample
Since the scientific goals of CARMENES include collecting statistical information about the occurrence of plan-
etary systems as a function of stellar mass in the regime M . 0.6 M, the target sample should be based on
well-defined selection criteria, so that potential selection biases can easily be understood and modeled. In addi-
tion, the targets should cover the spectral subtypes from M0 to late M as uniformly as possible. However, there
is a tension of this requirement with the desire to give preference to the cooler subtypes, which is motivated by
the larger radial-velocity signal of planets in their habitable zones, and by the stronger competitive advantage
of CARMENES with respect to instruments working at shorter wavelengths. Further practical limitations are
given by the small number of very cool stars that are sufficiently bright J . 11.5, and by the need to include a
fair number of “poor weather” stars that can be observed under less than optimum conditions (e.g. cirrus, poor
seeing).
Some stars are problematic for observations with CARMENES for technical reasons. This concerns mostly
binaries with separations . 5′′, in which the spectrum of the primary may be contaminated by the secondary.
These stars have been flagged as “bad” in Carmencita, and are not considered viable targets.
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Figure 7. Distribution of the target stars for the CARMENES survey as a function of M sub-type (horizontal axis) and
stellar J magnitude (vertical axis).
With these considerations in mind, we have chosen to rank the “good” stars with declination δ > −23◦ by
apparent magnitude within each spectral subtype, and to select the brightest stars in each subclass. This creates
a sliding magnitude cut-off that helps biasing the sample towards later spectral subtypes, while maintaining a
simple selection criterion that can be modeled easily in statistical analyses. As can be seen from Fig. 7, the “sweet
spot” for CARMENES is in the M3/M4 spectral range. Earlier M subtypes can be observed quite efficiently with
spectrographs working at bluer wavelengths; reaching larger numbers of later stars requires near-IR spectrographs
at larger telescopes.
4.4 Future Prospects
CARMENES is unique among current radial-velocity instruments in providing broad wavelength coverage from
the green all the way to the near-infrared H band. It is thus very well suited for addressing the thorny issue
of separating the Keplerian reflex motion induced by low-mass companions from stellar “noise” induced by
photospheric processes. While current follow-up observations with near-IR spectrographs are already useful for
confirming or refuting planet candidates found in the visible (e.g. Trifonov et al. 2015), CARMENES will take
the next step by providing simultaneous coverage over a large wavelength range for all observed targets. This
will eliminate difficulties due unequal and non-contemporaneous sampling of the radial-velocity curves in the
visible and the near-IR.
The characteristics of CARMENES (red sensitivity, broad wavelength coverage, installation at a medium-size
telescope well-suited for projects requiring large amounts of observing time) make this instrument very well suited
also for follow-up of exoplanet searches with the transit method. After the completion of the CARMENES M
star survey, the instrument could thus play a vital role in supporting TESS (Ricker et al. 2014) and later ESA’s
PLATO mission (Rauer et al. 2014). While a detailed scenario for the operation of CAHA and CARMENES in
the next decade still has to be worked out, it is already evident that the long-term scientific prospects for the
instrument are very good.
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